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2711 Citrus Road  � Rancho Cordova, CA 95742  � (916) 858-5100 

Scope: 

This bulletin covers the product enhancement for the new location of the clamp on the DMSO line on the 
AXP Processing Bagset. 

Background:  

 
The current position of the clamp on the DMSO line may contribute to possible difficulty in maintaining 
clamp functionality during the stowing of the bagset in the AXP device.  Testing has shown that moving 
the clamp to this new position will eliminate those potential issues.  The effectiveness of the clamp is 
improved by locating it at the DMSO filter side vs. the Y-connector side by minimizing the possibility of 
the clamp opening or allowing for plasma to leak past the clamp. 

Procedure: 

 
1. Remove the tape. 
2. Move the clamp approximately 1” from the DMSO Filter as shown in the “New Clamp Location” 

picture below. 
3. Re-tape the loop using a suitable paper tape. 
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Contact Information: 
 
If you have any questions, contact THERMOGENESIS CORP. Technical Service at 800-783-8357 (U.S. and 
Canada) or 916-858-5100 (non-U.S./Canada), fax to 916-858-5199, or email at 
support@thermogenesis.com for assistance. 


